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Recognizing the gap that inevitably ex¬ 
ists between the basic information offered 
in the instruction manual and the inherent 
potentialities of the instrument involved, 
this article is written with the intent of 
sharing our knowledge of the RX Meter 
Type 250-A and offering the benefit of our 
field experience. 

For those not having a speaking ac¬ 
quaintance with the RX meter, we might 
briefly mention that it consists of a V.H.F. 
Schering bridge, signal generator, and a 
detector - indicator completely self - con¬ 
tained in one unit which measures imped¬ 
ances from 500 KC to 250 MC in terms of 
equivalent parallel resistance and parallel 
capacitance (or inductance). It will be 
shown that with these basic elements and 
some understanding of the principles in¬ 
volved, the bridge iends itself to many ap¬ 
plications not immediately obvious. 

Measurement of Transistors, Vacuum 
Tubes, Diodes and Biased Circuits 

The RX Type 250-A Meter by virtue of 
its design lends itself very conveniently to 
the measurement of circuits under condi¬ 
tions of normal bias and operating volt¬ 
ages. Since there is a d.c. path between 
the bridge terminals with a d.c. resistance 
in the order of 66 ohms, biasing currents 
up to 50 ma can be introduced through 
the bridge and the component in the man¬ 
ner shown in Figure 1. In using this par¬ 
ticular circuit the capacitor C should be 
made large enough so as to have negligible 
reactance at the operating frequency. It is 
desirable to use a d.c. source having a 
much higher voltage than required, and 
reducing the voltage through resistor R. 
By keeping R high the effect of the D.C. 
supply source is minimized. 

For measurements requiring biasing cur¬ 
rents in excess of 50 ma the circuit shown 
as Figure 2 is suggested. In this arrange¬ 
ment the biasing current circumvents the 
bridge and therefore there are no restric¬ 
tions imposed upon its magnitude. Here 
again it is desirable to keep C large enough 
to have negligible reactance. Since the 
purpose of the R.F. choke is to isolate the 
d.c. voltage source its inductance should 
be high. To preclude the possibility of 
any error due to the power supply, certain 
precautionary steps can be taken. Before 



The Author off on an engineering field 
problem with the bridge. 



Figure 1. Method of Applying DC Biasing 
Current Less Than 50 ma. 



Current Greater Than 50 ma. 


attaching the test specimen, balance the 
instrument with the D.C. supply circuit 
connected. If the range of the balance 
controls is insufficient, balance the instru¬ 


ment by itself and measure the Cp and Rp 
of the D.C. supply circuit alone. The sub¬ 
sequent readings of the test specimen can 
then be corrected (for the effect of the 
D.C. supply circuit) as follows: 


Cpx ~ Cxo 


- C 0 


where 

Cp X = Cp of specimen 
Cxo = Cp of specimen & dc supply 
Co = Cp of dc supply alone 


R px “ 


Rq x Rox 
Ro - Rox 


where 

Rp X = Rp of specimen 
R 0 = Rp of dc supply alone 
R ox = Rp of do supply & specimen 


The basic circuits shown in Figures 1 & 
2 can be modified or expanded as required 
to allow measurements to be made of the 
desired parameters in many types of cir¬ 
cuits. Some typical arrangements are given 
in Figures 3 to 9. In Figures 3 (tube input 
impedance) and 4 (crystal diode imped¬ 
ance) it should be noted the ground shown 
by dotted line is the circuit ground and is 
not connected to the instrument ground. 
Figures 5 to 9, for which the author is 
indebted to the "Radio Development & 
Research Company" of Jersey City, New 
Jersey, are examples of some typical cir¬ 
cuits employed in the measurement of 
transistors. 

One factor that bears consideration in 
the measurement of vacuum tabes, tran¬ 
sistors, and diodes is the level of the r.f. 
voltage applied to the component under 
test. With the RX Meter this is in the or¬ 
der of from 0.1 to 0.5 volts r.m.s. Should 
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the constants of the circuit be such that 
this level cannot be tolerated, the addition 
of a 2 watt, 50,000 ohm potentiometer, 
mounted in a louvre hole in the rear of 
the instrument and wired according to 
Figure 10 to reduce the oscillator B-f- volt¬ 
age, makes it possible to lower the applied 
r.f. voltage down to 0.02 volts with satis¬ 
factory sensitivity during the measurement. 

Measurement of the Self-Resonant 
Frequency of a Coil 

This procedure consists of finding the 
frequency at which the inductive and ca¬ 
pacitive reactances of the coil are equal 
(and opposite), and the coil itself looks 
like a pure resistance. The logical way to 
do this would be to set the Cp dial equal 
to zero and vary the frequency to obtain a 
null on the indicating meter. However, 
since it is necessary on the RX Meter 
250-A to peak the "detector tuning" when 
operating the instrument at the higher 
frequencies, the self-resonant frequency is 
found by making two or three rapid pre¬ 
liminary measurements, balancing the in¬ 
strument, and obtaining the final value. 

The actual modus operandi is as follows: 

1. Set up the bridge in accordance with 
the preliminary instructions given in 
the instruction manual. For the first 
approximation select a frequency 
higher than the estimated self-reso¬ 
nant frequency. 

2. Mount the coil on the instrument 
and measure it in a normal manner. 
If the Cp dial reads in the capacitive 
range, the frequency is too high and 
should be lowered for the next ap¬ 
proximation. Conversely, if the Cp 
dial indicates an inductance the fre¬ 
quency should be increased. The fre¬ 
quency change necessitated can be 
sensed from the effect on the Cp dial 
reading of the previous change. 

3. When the Cp dial reads within X or 
2 mmfds of the zero line, remove the 
coil and balance the bridge before 
making the final reading. 

It should be noted that while some 
manipulation of the Rp dial and some ad¬ 
justment of the "detector tuning" knob 
might be needed in making the rough ap¬ 
proximations, it is necessary to adjust the 
initial balance of the bridge only for the 
final measurement. 

With those coils having multiple reso¬ 
nances, the alternate parallel and series 



Figure 3. Typical Circuit for Measuring 
Vacuum Tube Input Itnpedance on RX 
Meter. 


o ^7 CRYSTAL 
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Figure 4. Typical Circut for Measuring 
Crystal Diodes on RX Meter. 

points can be identified by the accompany¬ 
ing respective high or low values of paral¬ 
lel resistance indicated on the Rp dial. The 
lowest parallel self-resonant frequency is 
the one used in the determination of dis¬ 
tributed capacity discussed below. 

Measurement of the Distributed Capaci¬ 
tance (Cd) of a Coil 

To consider an old friend very briefly, 
the expression for the resonant frequency 
of a series tuned circuit is: 

1 

t --——• (l) 

2 7T V LC 

This same relationship obtains with a 
parallel tuned circuit, for all practical pur¬ 
poses, if the Q is ten or greater. For the 
purpose of our discussion we shall consider 
coils falling in this category. 

Referring to (1) above, if the inductance 
is held constant but the capacitance 
changed to a new value, C 2 , then : 
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Figure 5. Collector Characteristics 
Grounded Base Tetrode. 



Figure 6. Collector Characteristics 
Grounded Emitter Triode. 



Figure 7. Collector Characteristics 
Grounded Base Tetrode. 


If, in the case of a coil, f, is the self-reso¬ 
nant frequency of f„, and C, is the distrib¬ 
uted capacity of the coil, C d , the relation¬ 
ship then becomes. 
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figure 8. Emitter Characteristics Ground- 
id Base Triode. 




Figure 10A. Terminal Voltage Reduction- 
Circuit Alteration. 


Cz 

Cd 



(3) 


and if frequency f 2 is made equal to 70.7% 

of f„. 


C 2 

Cd 


( 


. 707 fo 



(4) 


For the purpose of our discussion this can 
be written 


Cd * C P = 2 and (5) 

c d = c p . (6) 

Where Cp is the amount of capacity need¬ 
ed in addition to the C d of the coil to reso¬ 
nate the coil at a frequency equal to 0.707 
times its self-resonant frequency. This 
value is equal to the C d of the coil and is 



Figure. 10B. Diagram of Circuit Alteration. 

read directly off the silver portion of the 
C,, dial on the RX meter when the bridge 
is balanced. 

Thus to measure the C d of a coil on the 
RX Meter it is only necessary to determine 
its self-resonant frequency, set the bridge 
at 0.707 times this frequency, and measure 
the C d directly on the C p dial. 

Measurement of Tuned Circuits 

Very often it is necessary to measure 
the R,, or Q of a tuned circuit at its reso¬ 
nant frequency. Since under these condi¬ 
tions the circuit is essentially resistive, it 
merely necessitates operating the RX Me¬ 
ter at the resonant frequency, verifying 
the resonant condition by insuring the C,, 
dial reads zero, and reading the dynamic 
resistance directly off the R p dial. Con¬ 
versely, the RX Meter can be set at the de¬ 
sired frequency and the tuned circuit ad¬ 
justed for resonance as evidenced by a null 
on the indicating meter. Having the R,, and 
being able to measure or compute either 
reactance, the Q of the tuned circuit ran 
be determined from the relationship, Q 
=R„/X P . 

By setting the RX Meter 250-A to the 
desired frequency, and the R,, and C,, dials 
to the required values, the instrument 
adapts itself to the tuning of pi-coupled 
matching networks used on transmitters 
and to the adjustment of line terminations, 
equalizers, and filters. 

Extension of Ranges 

The RX Meter 250-A has a parallel re¬ 
sistance range of 15 to 100,000 ohms and 
a parallel capacitance range from —|—20 
mmfd to —100 mmfd. The negative sym¬ 
bol denotes an inductance and the quantity 
is the amount of capacitance required to 
resonate it. These ranges can be extended 
by the following means which are de¬ 
scribed for the particular extension de¬ 
sired. 

A. Manner of Extending Capacitance 
Range 

Referring to Figure 11, which is a 


graphical representation of the Cp dial on 
the RX Meter 250-A, it can be seen that 
when the dial is set at the zero point, for 
the purpose of obtaining the initial bal¬ 
ance, there actually is a net capacity of 40 
mmfd across the terminals. Regardless of 
what measurement is being made, it is al¬ 
ways necessary to have this net capacity of 
40 mmfd for the bridge to balance; 
whether it is obtained by setting the Cp 
dial to zero, or setting it at -j-20 mmfd as 
would be done when actually measuring a 
capacity in this order, or measuring an 
L/C combination exhibiting a net capacity 
of 40 mmfd is of no consequence. As long 
as this net amount is present, the bridge 
will balance. 

Therefore, to extend the range of capa¬ 
citance measurement—say to something 
greater than 20 mmfd but not over 120— 
it is only necessary to add a coil during 
the initial balance that will cause the bridge 
to balance with the C p dial at —100 mmfd 
instead of at zero. For a balance point at 
—100 mmfd, this coil would have the 
amount of inductance necessary to resonate 
with 100 mmfd at the chosen frequency. 
Using the —100 mmfd value as the refer¬ 
ence point in this manner, and leaving the 
coil intact during the measurement, the 
capacity range now is from —100 to -j-20 
mmfd—or a total of 120 mmfd. The in¬ 
ductance of the coil does not have to be 
known and the reference balance can be 
established at any desired point from zero 
to —100. This allows quite a latitude in 
the selection of the coil. There are no re¬ 
strictions imposed upon the coil with re¬ 
spect to Q, since if the latter is not suffi¬ 
ciently high the equivalent R p of the coil 
itself can be read in the initial balance, 
and proper allowances made for it. From 
experience it has been found that in most 
cases any reasonable hand-formed coil will 
suffice without requiring corrections. 

Referring once again to Figure 11, it 
can be seen that by using a smaller coil B 
and adding a 100 mmfd. capacitor exter¬ 
nally across the bridge binding posts to be 
used in conjunction with the 100 mmfds 
on the Cp dial, it is possible to displace 
the original balance by 200 mmfd, and in 
this manner increase the capacitance range 
to 220 mmfd. The capacitance measure¬ 
ment thus becomes essentially one of sub¬ 
stitution, since after the unknown is added 
to the terminals, balance is sought by re¬ 
moving capacity on the Cp dial, 0.1 mmfd 
at a time. If the measurement of the un¬ 
known is not made by the time the C„ 
dial reaches the -j—20 point, the 100 mmfd 
capacitor used for extending the range is 
removed, the Cp dial returned to —100 
and the process repeated until balance is 
obtained. In this way although the range¬ 
extending capacity is added in an incre¬ 
ment of 100 mmfd, it is removed by using 
the Cp dial in increments of 0.1 mmfd. 
In a like manner, other 100 mmfd capaci¬ 
tors, in conjunction with smaller coils, can 
be used to extend the range of capacitance 
measurement still further. A variable pre- 


- 3 - 
































BOONTON RADIO CORPORATION 



Figure 11. Graphic Illustration of Manner of Extending Capacitive Range of RX Meter 
250-A 


cision capacitor is a very convenient device 
in these extensions since it increases the 
inductance latitude of the coils used for 
the extension. In all cases the value of 
capacity employed must be known since it 
is part of the calibration. 

Since the bridge has an inherent residual 
inductance of 0.003 microhenries (in series 
with the impedance being measured), the 
following restrictions are imposed to pre¬ 
vent the residual inductance from becom¬ 
ing a sizeable portion of the reading: 

1. Do not use auxiliary coils having 
less than 0.1 uh inductance. 

2. If necessary to use a coil of less than 
0.6 uh it must be adjusted to a re¬ 
actance value within ±20 c /c of the 
capacitance reactance under test and 
the following correction formula ap¬ 
plied to the RX Meter readings: 

True Cap = AC (1 + 

L 

Where: 

C =- Difference reading when test is 
connected in uuf 

L = Auxiliary inductance in uh 

3. The above limitations and correc¬ 
tions apply only when the junction 
between test capacitor and auxiliary 
coil is directly under the knurled 
binding post nuts. 


For those cases where the frequency of 
operation does not allow the size of the 
coil used to conform to the above, it is 
possible to correct for the residual induct¬ 
ance as follows: 

True Cp dial reading = 

v < , ) 

“ L 1 c p - 1 

Where C p * = Capacity as read 
on the C p dial 

w 2 = 4 7r2 f* 

Ll = 0.003 microhenries 


Correcting the dial reading as shown 
above for the Cp readings with and with¬ 
out the addition of the capacitance under 
test will make the required allowances for 
the residual inductance and the capacitance 
range can be extended in the normal man¬ 
ner. Care must be exercised with respect 
to minimizing lead lengths, placing com¬ 
ponents, etc. 

Manner of Extending the Inductance 
Range 

For the measurement of the inductance 
of coils requiring more than the 100 
mmfds. available in the 250-A RX Meter 
to resonate them at the operating frequen¬ 


cy, additional known capacity can be added 
in parallel to the coil to obtain balance. 
The inductance of the coil would then be 

L= -j---—- 

or (Cp dial rdg + ext. C) 

or the reactance 


X T =. 


w(Cp dial rdg + ext. C) 


In the above, external capacity is con¬ 
sidered as having a negative sign as has Cp 
in this case. It has been found the range 
of measurement can be extended to include 
much smaller value of inductance by using 
an auxiliary resistor, connected in series 
with the "high" side of the coil. In this 
manner the overall Q is reduced which in 
turn allows smaller values of resonating 
capacitances in accordance with the rela¬ 
tionship, 


L S - 


Cp Rp ^ 

JL + Q 2 


The value of the auxiliary resistor, which 
is not critical, depends upon the inductance 
to be measured and some idea of the re¬ 
quired value can be obtained from the fol¬ 
lowing table. 


INDUCTANCE 

RANGE 


(Microhenries) 
10 to 1000 
1 to 10 


0.1 to 1 
0.001 to 0.1 


REQUIRED 

RESISTOR 

(Ohms) 

1000 

300 

100 

33 


The value and accuracy of the auxiliary 
resistor is not critical and need only be of 
the correct order. The following procedure 
is suggested for such measurements: 

a. Connect the unknown inductance in 
series with the auxiliary resistor across the 
RX Meter binding post. Using a mini¬ 
mum length of heavy, conducting strap, 
short the terminals of the inductance to 
remove it temporarily from the circuit. 

b. Balance the bridge circuit and note 
the values of C pl obtained for the series 
resistor alone. 

c. Remove the shorting strap from the 
inductive component, restoring the latter 
to the circuit, and rebalance the bridge. 
Note the values of R,, 2 and C, )2 for the 
series combination. Then the unknown in¬ 
ductance is obtained by 

L s = AC (R p2 ) 2 
where AC=C p x -Cp 2 

It should be noted that the inductance 
is shorted out rather than removed to 
avoid alteration of the physical configura¬ 
tion of the components which might other¬ 
wise affect the results. In dealing with 
extremely small inductance values, the in¬ 
ductance of the shorting strap itself will 
become significant and must be considered 
in interpreting the results. 
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Extension of the Rp Dial Below 15 Ohms 

In dealing with low Q devices it is some¬ 
times desirable to be able to measure re¬ 
sistance values below 15 ohms which is 
the lower limit of the direct-reading Rp 
scale. 

At higher frequencies (in the neighbor¬ 
hood of 200 me and above) the residual 
inductance of most components having se¬ 
ries resistance values below 15 ohms such 
as low-value resistors, may be sufficient to 
increase the equivalent parallel resistance 
value above 15 ohms so that it may be 
measured directly. If not, a small induct¬ 
ance (having negligible series resistance) 
connected in series with the unknown will 
be sufficient to increase the Rp of the com¬ 
bination to the range of direct measure¬ 
ment. 

At lower frequencies, the Rp of the un¬ 
known may be effectively increased for 
measurement by adding in series a small 
auxiliary resistor having a value prefer¬ 
ably between 15 and 25 ohms. The series 
combination is measured and the values 
R pl and C pl are noted. The auxiliary re¬ 
sistor is then measured alone to obtain 
R ,,2 and C |)2 . 

Then 

R s = R sl - R s 2 and 


L s~ L sl - L S 2 

Series resistance in each case would be 

R s = R p 
1 + Q 2 

Cp| and Cp 2 can be changed to their re¬ 
spective values of inductance L„, and L„ 2 
in accordance with 

L s = CpRp 2 
1 + Q 2 ’ 

Conclusion 

The foregoing discussion has not been 
presented in an effort to define the limits 
of the bridge, but rather to give some in¬ 
dication of its application in regions not 
readily apparent. As with any tool its 
ultimate potentialities are dependent upon 
the skill and ingenuity of the person using 
it. 
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Figure 1. The Front Panel of the BRC Sweep Signal Generator Type, Type 240-A 
illustrates the final solution of a mechanical design problem involving mechanical 
placement, electronic function, nomenclature and esthetic factors. 


One of the most interesting and chal¬ 
lenging phases in the design of an elec¬ 
tronic instrument is that concerned with 
converting a set of specifications and a 
breadboard model into a practical, eco¬ 
nomical and useful product. It is at this 
stage of the endeavor that many of the 
problems become mechanical in nature. 

The Mechanical Designer's Problem 

From the moment the mechanical design 
of an instrument begins, a myriad of other 
considerations arise to confront what 
might otherwise seem a straightforward 
piece of electronic equipment. The mechan¬ 
ical designer must consider the electronic 
requirements of the Development and Pro¬ 
ject engineers, the functional and saleable 
appearance, weight and price insisted upon 
by Sales, and the mechanical urgencies of 
simple, rigid designs and drives using the 
proper materials. In addition the Shop 
must be allowed reasonable tolerances 
within the limitations of available proc¬ 
esses and equipment. Assembly should 
have units adapted to smooth work flow, 
and Inspection (and the user!) needs easy, 
accessible adjustments. Among many other 
factors are Purchasing's and Accounting's 
hopes that standard parts will be used, and 
Shipping's plea for enough unobstructed 
cabinet area to allow proper bracing in the 
packaging. 

Thus, as those in industry know, any de¬ 


sign comes about as the result of many 
compromises, all measured against the 
ultimate goal. 

The Front Panel 

Almost always, one of the first opera¬ 
tions in the design program is the prepara¬ 
tion of a front panel layout. However, this 
drawing also usually turns out to be the 
last one finished. A typical instance is the 
Sweep Signal Generator Type 240 A panel 
of Figure (2). The final symmetrical and 
functional grouping of the controls was 
arrived at after eleven distinct drawing 
revisions. Included were several major and 
many more minor changes, each one the 
result of discussion and action as the vari¬ 
ous problems of mechanical placement, 
electronic function, and clear titling were 
solved. As the give-and-take proceeds be¬ 
tween esthetic and functional requirements 
versus circuit and control mechanism con¬ 
siderations, the front panel layout also 
starts to include the influences of frame¬ 
work and cabinet design. 

The Heat Dissipation Problem 

At this point the need for ventilation 
must be reckoned with. Close-accuracy in¬ 
struments usually require heavy duty, con¬ 
stant voltage power supplies with much 
attendant heat. Therefore, such a power 
supply is usually separated from other 
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Figure 2, The Z90-A 0 Unit solves the problem of rigidity, low capacitance and con¬ 
stant inductance. 


circuits as far as possible, either physical¬ 
ly or by shielding, since it is the largest 
single source of heat. Once the power 
supply and other elements are located, and 
an estimate made of the heat to be dissi¬ 
pated, the ventilation paths and louvers 
are roughed out. Although most heat is 
carried off by convection if possible, the 
complete electrical shielding often needed 
around RF circuits prevent this. In these 
cases, heat must be conducted away by pro¬ 
viding shields or heavy conductors lead¬ 
ing to a large heat sink. Radiant heat is 
also a factor under these conditions. 
Bright metal shields can serve to "bottle 
up" a good deal of heat energy, whereas 
proper treatment of the surfaces will cause 
them to absorb and help dissipate heat. 
Final word as to the adequacy of the cool¬ 
ing provided in an instrument usually 
awaits the completion of final temperature 
runs on the prototypes. Convection cur¬ 
rents occasionally cause uneven heating of 
critical components, and such problems 
must be resolved by baffles or circuit ad¬ 
justments before the design is completely 
"frozen" 

Dealing with RF Leakage 

The means of preventing RF leakage 
have a major influence in dictating the 
overall design layout. AH circuits carrying 
heavy RF currents must be carefully bot¬ 
tled up with leakage paths kept to a mini¬ 
mum. Control shaft holes particularly 
must be bridged by efficient shorting de¬ 
vices. The shafting necessary to operate an 
RF unit may often be just the tight length 
to perform as an antenna at UHF fre¬ 
quencies. Gaskets or other sealing means 
are necessary to seal all covers and all ele¬ 
ments projecting into an RF field. 

RF leakage often does not rear its ugly 
head until near the end of a design project. 
As the final tests are being run several in¬ 
struments may pass well within the limits, 
only to be followed by another seemingly 
incurable "leaker”. This may need only a 
slight increase in contact pressure at a 


crucial point for a cure. But occasionally 
the mechanical designer finds to his cha¬ 
grin that a scarely measurable amount of 
RF has found a configuration of supports 
and surfaces that needs only a little RF 
energy to prove itself a resonant circuit of 
inductance and capacitance. Last minute 
changes are then in order to tie down this 
last loose end. 

The Need for Rigidity 

Mechanical rigidity is a necessity in any 
accurate tool and is, in fact, often a meas¬ 
ure of the accuracy attainable. A brief de¬ 
scription of the Rp dial drive of the RX 
Meter Type 250-A will underline the rea¬ 
sons for the massive structures occasionally 
required in an electronic instrument. One 
arm of the 250-A bridge network is adjust¬ 
ed by means of a small variable capacitor, 
C2, to which is geared the Rp dial, meas¬ 
uring parallel resistance. Although the ca¬ 
pacitance range is only, about 18 mmf, the 
dial scale length is expanded to about 28 
inches with the graduations spread out 
approximately logarithmically. Therefore, 
at the end of the dial indicating infinite 
resistance, where the capacitance is near 
maximum, the increments must be extreme¬ 
ly small. 

This effect is achieved by a special shape 
of the rotor plates, but the practical rea¬ 
lization of such small increases in capacity 
depends largely on the accuracy and rigid¬ 
ity of the framework and drive. In the 
250-A these requirements are met by sup¬ 
porting the rotor on preloaded ball bear¬ 
ings carried in a massive Bousing. Anti¬ 
backlash gears are of course a necessity and 
the entire system is mounted in a rigid 
casting.These provisions make the rotor 
capable of resisting any deflection except 
the deliberate rotational movements need¬ 
ed in adjusting capacity. At the 500K ohm 
point on the dial, where the- capacitance 
stability must be of the order of 0.025%, 
an extraneous rotor movement as small as 
0.0001 inch will result in inaccuracies be¬ 
yond the specification limits. 


The internal resonating capacitor might 
well be called the heart of the Q-Meter, 
and is an excellent example of the inter¬ 
dependence of mechanical and electrical 
design. Taking the 190-A Q unit as an 
example, the electronic requirements are 
low minimum capacitance, together with 
low and constant values of inductance and 
resistance all of which are difficult to at¬ 
tain in conventional designs. Mechanically 
the design must be extremely rigid to as¬ 
sure constant and accurate re-setability. 
The massive structure ordinarily needed to 
attain the last-named end is in direct op¬ 
position to the minimum capacity require¬ 
ment. 

Reference to Figure (2) will show how 
satisfactory solutions were found for those 
conflicting needs. 

The stator is mounted by means of two 
rods soldered into the metallized slots of 
a high quality ceramic support. Insofar 
as possible it floats in air dielectric. In 
addition, the rotor travel is restricted to 
less than 180°, with the included angle 
of the stator reduced by a proportionate 
amount to result in the largest possible 
angular gap between the two at the mini¬ 
mum setting. By these means the capacity 
at minimum was limited to the lowest 
value compatable with sufficient mechani¬ 
cal strength. 

Low and constant inductance between 
the stator plates is achieved by milling out 
a solid bar to leave only the outer shell 
and the plates, solidly connected with each 
other along their entire peripheries. A sec¬ 
ondary result of this method is the "built- 
in” shielding the shell provides from ex¬ 
traneous fields. 

The tandem edge wipers, contacting all 
the rotor blades in parallel, serve to reduce 
the associated inductance and resistance to 
a very low and nearly constant value and 
are rhodium plated to provide good wear¬ 
ing qualities. 

Where other considerations do not en¬ 
ter, rigidity is attained in the complete 
unit by mounting all the parts on a rigid 
cast frame. All shafts are carried on pre- 
loaded ball bearings. 

Conclusion 

It is hoped that this brief description of 
instrument building from the mechanical 
point of view has shown how absorbing 
this part of the design effort can be, and 
that it is not separate unto itself but as 
much a part of the program as is the elec¬ 
tronic design. Nevertheless a Mechanical 
Design Department would be something 
less than truthful for not admitting to the 
occasional feeling that it was also the focal 
point of almost everyone’s problems. How¬ 
ever, closer to the general truth is the plain 
fact that the Mechanical Designer has 
need for and receives much help from 
many people in the course of a design. A 
well-designed electronic instrument is the 
result of the co-operative teamwork of all 
those concerned with its inception, design 
and manufacture. 
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THE NOTEBOOK 


SERVICE NOTES FOR THE RX METER TYPE 250-A 

BRUNO BARTH, Inspection Department Foreman 



Figure 1. RX Meter showing location of Mixer, Ballast, and I.F. Amplifier tubes. 


Operational problems with the RX Me¬ 
ter often can be traced to one of two 
sources: 

Problem No. 1 concerns the mixer tube 
6AB4. 

Problem No. 2 concerns the ballast tube 
6H-6. 

Both problems are easily identified and 
corrected in the field. In most cases less 
time is needed to make the necessary repair 
than going through the formality of hav¬ 
ing a repair order issued! 

Symptoms of a noisy 6AB4 mixer tube: 

1. Difficult to balance the Rp dial. 

2. Impossible to balance above 100 MC. 

3. Insufficient range of fine and coarse 
balance controls. 

4. Instability of the null indicator. 

5. Increased null reading. 

A quick check of the 6AB4 mixer tube 
is to tune the oscillator for maximum read¬ 
ing on the null indicator meter with the 
bridge unbalanced. Balance for minimum 
indication of null indicator. The reading 
may be 1 to 3 divisions or so. Switch the 
range switch out of detent. This will dis¬ 
able the oscillator. 

If the needle does not fall to zero the 
6AB4 is noisy. The amount indicated will 
reduce the sensitivity and accuracy of the 
Rp dial accordingly. The mixer tube 6AB4 

-EDITOR’S NOTE- 

Due to a mechanical error Fig.2 and Fig.3 in 
the previous issue (Spring, I955J were inter¬ 
changed. Also, the text in the caption at the 
foot of column I on page 7 should read: "... 
was produced by the known low level output 
of the RF Voltage Standard, m We shall try to 
avoid a repetition of this situation in the 
future. 


is found in the bottom rear of the bridge 
casting which contains the Cp dial assem¬ 
bly. (Sec Figure 1.) It is advisable to use 
the same brand tube as found in the instru¬ 
ment and it may also be necessary to try 
several tubes before satisfactory results are 
obtained. The company supplies a specially 
selected 6AB4 tube, BRC #301637. 

Incidentally, an increased null reading 
can also be caused by one or both 6AG5 
tubes in the I.F. amplifier-—V201 and 
V202—trying a few tubes and checking 
the null indication will tell the story. 

Be sure to turn the instrument off when 
changing the I.F. tubes. V201 is in the 
regulated filament supply. Removal • of 
this tube in operation will overload the 
6H-6 ballast tube and also the two oscil¬ 
lator tubes. 

Mention of the 6H-6 ballast tube re¬ 
calls to mind that some instruments were 
returned for repair because someone re¬ 
placed the 6H-6 with a 6H6 tube. In all 
cases replacement of the 6H6 with a 6H-6 
was all that was necessary to put the 
RX Meter back in operation. 

Symptoms of a faulty 6H-6 ballast tube 
are: 

1. Oscillator ranges 6-7-8 intermittent 
or inoperative. 

2. Oscillator output low as indicated by 
the peak reading of less than 30 or 
35 on the null indicator. 

3. Oscillator output will decrease at the 
low frequency end of the higher 
ranges. 

4. Visual—any noticable kink in the 
6H-6 filament. 

5. Oscillator is completely inoperative. 

To check voltages use voltage check 


points of figure (2) below. 

Removal from Cabinet: The bridge and 
oscillator assemblies of the instrument are 
permanently fastened to the front panel 
and are removed from the cabinet as a unit. 
The power supply and amplifier are con¬ 
structed on a separate chassis, located end- 
to-end in the rear section of the cabinet 
and fastened to the bottom of the cabinet 
by four screws each. All four major sub- 
assemblies are interconnected by cables 
with removable plugs. 

A large portion of any required main¬ 
tenance, such as replacement of tubes, may 
be accomplished by removing the front 
panel (with bridge and oscillator) and top 
panel together. This may be done as fol¬ 
low's: 

1. Remove all 12 black Phillips screws 
from the top panel. (Do not remove 
or loosen any of the screws on the 
terminal plate.) 

2. Remove the four Phillips screws 
from each side of the front panel 
and the three from along the bot¬ 
tom edge. 

3. The top and front panels may now 
be tilted forward from the cabinet 
to provide access to the interior of 
the instrument. If it is desired to re¬ 
move them entirely, the plug connec¬ 
tions on the internal cables to the 
power supply and amplifier must 
first be disconnected. 

Be sure to replace at least two screws to 
fasten top panel and two screws to fasten 
front panel when rechecking operation of 
instrument after insertion of any new tube. 

Two yc-ars have gone by since our first 
delivery of RX Meters. It is about time 
for some of the older instruments to de¬ 
velop the above symptoms, as the tubes 
by this time have weakened. 

It is hoped that the above information 
may serve to cut down costly repair and 
shipping charges. The loss of time and 
valued use of the RX Meter 250-A in pro¬ 
duction and in projects is well recognized. 



TOP OF OSCILLATOR CASTING 


> FRONT PANEL ^ 

Figure 2. Voltage check chart 
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BOONTON RADIO CORPORATION 


THE NOTEBOOK 


Q METER AWARD 



Dr. G. A. Downsbrough, President and General Manager of Boonton Radio Corporation, 
is shown above reviev/ing the card which he has just drawn to determine the winner of 
the 0 Meter also shown in the picture. This Q Meter, displayed at our booth in the 
IRE Exhibits at Kingsbridge Armory in March, was to be awarded to one of our guests 
who completed a registration card at the booth. 


The winning card was drawn from sev¬ 
eral thousand cards completed by our 
friends at the show and was signed by Mr 
Waldemar Horizny, Technical Supervisor 
and Assistant Director of the Home Study 
Department, of RCA Institutes, Inc., ol 
New York City. Mr. Horizny was born 
in Detroit, Michigan in 1921 and was 
awarded a BA degree from New York 
University in 1943. For a good number 
of years, he has been employed by RCA 
Institutes, Inc., a Service Company of 
Radio Corporation of America. Initially, 
he served as an instructor, and is now part 
of the Administrative Staff His resnonsi- 
bilities entail supervising all tecnnical 
operations of the Home Study Department, 
setting up courses of study, etc. His De¬ 
partment has prepared a Home Study 
Course in Television Servicing, and re¬ 
cently completed a Color Television 
Course. The department is now preparing 
a general radio and electronics course 

Mr. Horizny, in accepting the award, 
commented "The Boonton Q Meter is no 
stranger, as it is no stranger to many other 
workers in the field. I have used the in¬ 
strument in classroom instruction and for 
work related to the preparation of our 
courses." 

Mr. Horizny lives at 138 Cypress Street 
in Floral Park, New York. He expects to 
use his Q Meter in his work for a period 
of time after w'hich he will move it to his 
home laboratory. 

We wish to thank all of the people who 
came by to see our exhibit at the IRE. 
We'll welcome you at future shows. 
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